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The  diagnosis  of prostate  cancer  using  invasive  techniques  (such  as  biopsy  and  blood  tests  for  prostate-
speciﬁc  antigen)  and non-invasive  techniques  (such  as  digital  rectal  examination  and  trans-rectal
ultrasonography)  may  be  enhanced  by using  an  additional  dynamic  instrumented  palpation  approach
to  prostate  tissue  classiﬁcation.  A dynamically  actuated  membrane  sensor/actuator  has  been  developed
that  incorporates  an  optical  ﬁbre  Fabry–Pérot  interferometer  to  record  the  displacement  of  the  mem-
brane  when  it is  pressed  on  to different  tissue  samples.  The  membrane  sensor  was  tested  on  a  silicon
elastomer  prostate  model  with  enlarged  and  stiffer  material  on  one  side  to  simulate  early  stage  prostateembrane
nterferometer
oft tissue
alpation
abry–Pérot
cancer.  The  interferometer  measurement  was  found  to have  high  dynamic  range  and  accuracy,  with  a
minimum  displacement  resolution  of ±0.4  m  over  a 721  m measurement  range.  The  dynamic  response
of  the  membrane  sensor  when  applied  to different  tissue  types  changed  depending  on  the  stiffness  of
the  tissue  being  measured.  This  demonstrates  the feasibility  of  an optically  tracked  dynamic  palpation
technique  for  classifying  tissue  type  based  on the  dynamic  response  of the sensor/actuator.
©  2015  The  Authors.  Published  by  Elsevier  B.V.  This  is  an open  access  article  under  the  CC  BY  license. Introduction
Prostate cancer is the most commonly diagnosed cancer in men
1]. In common with other cancers, early diagnosis improves the
ossible outcome for the patient. At present diagnosis of prostate
ancer is carried out using four main methods: digital rectal exami-
ation (DRE); a prostate-speciﬁc antigen (PSA) blood test; prostate
iopsy, and trans-rectal ultrasound (TRUS), often incorporating
rans-rectal sonoelastography (TRSE).
DRE is a straightforward but subjective test, where the prostate
s palpated using the ﬁngertip. Palpation reveals if the prostate
s enlarged, and may  also reveal the presence of hard nodules
hich are indicative of cancer [2]. DRE is highly subjective and
epends strongly on the skill and experience of the medic perform-
ng the examination [3]. In addition, DRE may  only have higher
evels of accuracy when prostate cancer is at a more advanced
∗ Corresponding author. Tel.: +44 131 451 3614; fax: +44 1314513129.
E-mail address: s.hammer@hw.ac.uk (S.J. Hammer).
1 Joint ﬁrst authors.
ttp://dx.doi.org/10.1016/j.sna.2015.01.036
924-4247/© 2015 The Authors. Published by Elsevier B.V. This is an open access article u(http://creativecommons.org/licenses/by/4.0/).
stage, which limits its utility as a tool for early stage disease detec-
tion. Alternatively a blood test designed to identify high levels of
prostate-speciﬁc antigen (PSA) for prostate cancer diagnosis may
offer earlier detection. Unfortunately the use of the PSA test has
been subject to a high rate of false-positive results, leading to
unnecessary surgery [2]. In addition, some types of cancer may  not
cause the production of PSA, which further reduces the reliability
of the test. A positive result based upon palpation or PSA tests often
results in a prostate biopsy. In this procedure needles are inserted
into the prostate and core samples of the gland are removed for
histological analysis. The samples are assessed using the Gleason
Grade for tissue quality [4] and following these tests, a patient may
be recommended for surgery. TRUS and TRSE [5] are also used to
diagnose the extent of prostate cancer. In a TRUS examination, the
ultrasound transducer is inserted into the rectum and images the
prostate via its posterior surface. Some types of tumour are visible
as anechoic regions in the ultrasound image. TRSE adds a coloured
overlay showing tissue stiffness to the image captured using TRUS.
In most TRSE probes, an inﬂatable cuff is attached to the protec-
tive sheath over the probe. The cuff is inﬂated and deﬂated, usually
by hand, to compress and release the tissue around the probe. The
nder the CC BY license (http://creativecommons.org/licenses/by/4.0/).
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hanges in the image between compression cycles are processed to
roduce a colour map  of (usually relative) stiffness of the tissue in
he prostate.
A primary problem with these four common diagnostic meth-
ds is low sensitivity and speciﬁcity. DRE is unlikely to be able to
istinguish small nodules of potentially malignant cancer. A biopsy
ay  miss the cancerous regions of the gland altogether, resulting in
 misleading assessment of the type and extent of cancer present.
ailures in these diagnostic tools mean that some men  undergo
nnecessary prostate surgery.
Inadequacies in the current diagnostic tools for prostate cancer
iagnosis have led to the development of a dynamic instrumented
alpation (DIP) [6] device to measure prostate stiffness and diag-
ose disease type based on the mechanical properties of the tissue.
 DIP device palpates the prostate gland at a controlled frequency
nd allows the dynamic and static behaviour of the tissue to be mea-
ured. This allows measurement of the shear modulus and Young’s
odulus of the prostate gland, both of which can be used to identify
tiffer regions indicative of prostate cancer [7].
A DIP device made in this way can be inserted rectally and
 pressure deformable membrane used to palpate the posterior
urface of the prostate gland in a similar manner to current DRE
ractice. The advantage of the device over DRE is that a quan-
itative measurement of stiffness is given that can be compared
o other measurements of prostate stiffness and used to diagnose
ore accurately the presence of prostate cancer.
There have been other attempts at creating a resonant sensor
ystem for measuring the stiffness of the prostate gland. Most other
roups have used a resonant actuator that is mounted above an
x vivo tissue sample [8–10]. These usually consist of a controlled
otion stage linked to a load cell measuring the load applied to the
ample. A primary disadvantage of most resonant sensor systems
s that the sensor actuator and sensing system are too large to be
sed in vivo.
However a challenge remains in miniaturising the instru-
entation used for monitoring the deﬂection of the deformable
embrane. An electrical strain gauge (for example) bonded to the
ensor membrane could measure strain as a function of motion
ut would increase its inertia, which may  reduce its sensitivity to
mall motions. In addition, the strain gauge dimensions limit sensor
iniaturisation. An alternative approach is to use optical tech-
iques to monitor the membrane deﬂection. An optical ﬁbre-based
pproach is highly miniaturisable, since the size of the measure-
ent point is dictated by the sub-millimetre diameter of the ﬁbre.
he non-contact nature of the measurement also means that the
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measurement system does not inﬂuence the motion of the dynamic
sensor. This allows the creation of smaller scale sensors that may
be used to measure the micro-mechanical properties of tissue.
Therefore, in this paper, we designed and manufactured a pro-
totype ﬁbre optic membrane sensor (the “p-ﬁnger”) based on a
Fabry–Pérot interferometer. A DIP device was  developed with a
ﬂexible membrane that is inﬂated and deﬂated at a controlled fre-
quency. The device was  tested on a model prostate gland with a
unilateral enlarged region simulating early stage prostate cancer.
The relative stiffness of the two sides of the model prostate gland
was evaluated by comparing the change in dynamic response of
the membrane when it is pressed on sites with and without the
simulated cancerous region.
2. Sensing principle
The p-ﬁnger consists of a dynamically actuated ﬂexible mem-
brane. The displacement of the membrane is measured using a
ﬁbre optic interferometer mounted beneath the membrane to cre-
ate a Fabry–Pérot interferometer [11]. The p-ﬁnger is pressed on
to a tissue sample and the change in the dynamic displacement
response of the membrane is measured. The change in membrane
response is related to the mechanical properties of the tissue being
measured. In principle, this allows regions of different tissue types
to be distinguished based on the change in measured membrane
behaviour.
Fabry–Pérot interferometer-based sensor systems have had pre-
vious medical sensor applications. In [12] this type of sensor was
used to give force feedback during vitreoretinal microsurgery. A
Fabry–Pérot device with a MEMS  membrane pressure sensor has
also been used to monitor blood ﬂow pressure in the heart [13]. An
additional application includes sensing the pressure changes in the
pharynx during swallowing [14].
There are various other optical ﬁbre-based sensors which can
be used to detect displacement and strain. Fibre-Bragg grating
sensors are extensively used but potentially too large for this
application [15]. Intensity-based optical ﬁbre sensors can have
repeatability problems due to connector losses [16] which do not
affect the sensor reported here. Other membrane-based optical
sensors have also been developed for non-medical applications.
These include a micromachined silicon diaphragm sensor used for
pressure measurement [17] and a peninsula-structured diaphragm
with a piezoresistive pressure sensor [18].
The deﬂection of the p-ﬁnger membrane can be accurately mon-
itored using interferometry. Light is reﬂected from the membrane
Photonic-
finge r 
Inde x 
tching gel 
Side view of 45 ˚ poli shed fibre 
Membrane
Cavity length 
is incident on the sensor via a 3 dB 2 × 2 coupler. The coupler allows the reﬂected
n the membrane and a 45◦ polished ﬁbre.
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)ig. 2. A typical reﬂection interferogram measured across the p-ﬁnger membrane
avity.
nd mixed with light reﬂected from a stable reference surface,
ith the resulting signal depending upon the membrane position.
o miniaturise the sensor we require a conﬁguration where the
embrane is aligned parallel with the optical ﬁbre. Therefore we
equire a 45◦ mirror that is mechanically polished onto the ﬁbre
o allow light from the ﬁbre to be reﬂected to the membrane, as
hown in Fig. 1. The interferometer is formed between the mem-
rane and ﬁbre sidewall. The reﬂected signals are coupled back into
he optical ﬁbre using the 45◦ polished ﬁbre mirror for detection at
 remote location. The mirror surface is metal coated to enhance its
eﬂectivity.
When the membrane is pressed on to the model prostate gland,
t is deﬂected. This in turn changes the cavity length between
he membrane and the ﬁbre. A typical reﬂection interferogram
s shown in Fig. 2, where the fringe spacing (termed the free
pectral range [19]) is related to the cavity length. The mea-
ured cavity length can be calculated by using the FFT algorithm
o determine the fringe spacing [20]. From this a measure of
avity length with 0.4 m resolution over a 721 m range is
emonstrated.
The static cavity length ﬂuctuation over 1 h 25 min  is shown in
ig. 3, where the calculated RMS  error of cavity ﬂuctuation is less
han ±0.4 m.  For the device, the absolute cavity length is 721 m
alculated using an FFT algorithm. This will be the reference mea-
urement point of the sensor to measure the dynamic behaviour of
he membrane. This means the relative RMS  error is ±0.53%. This
rror is larger than that achieved elsewhere (for example in [19]),
ince here the front part of the 45◦ polished ﬁbre is a cantilevered
omponent held in place using epoxy adhesive. Small vibrations of
he ﬁbre will lead to the deﬂection of the tip and cause a measured
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ig. 3. A typical interferogram from the p-ﬁnger sensor. In this case the cavity length
s  721 m.Time(s)
Fig. 4. Cavity length ﬂuctuation over time of the membrane sensor.
cavity length change. In addition, any thermal gradients will affect
the deformation of the cantilevered ﬁbre end, which will also add
to the cavity length ﬂuctuation. However, the measurement error
here is already much smaller than that expected with an electrical
resistance strain gauge. This demonstrates that the sensor is capa-
ble of measuring a large dynamic range while maintaining a high
spatial resolution.
The achievable spatial resolution of the sensor is dependent on
the size of the sensing location given by the optical ﬁbre, and the
stiffness of the membrane material used. The optical ﬁbre has a
measurement spot size of 125 m diameter. This implies that the
main limitation on scaling down the sensor spatial resolution is
the membrane material. The current sensor membrane diameter
of 10 mm was  chosen to resemble the sensing area of a human
ﬁngertip. With this technology, a scalable family of sensors could
be created with spatial resolution limited only by the membrane
size that will support a measurable inﬂation sufﬁcient to reach
above the outer rim area of the top layer of the device and palpate
tissue.
3. Sensor fabrication
The fabrication of the sensor can be divided into two steps: form-
ing the body of the sensor from laser cut acrylic layers, and inserting
and aligning the optical ﬁbre sensor.
The body of the sensor was  fabricated from several layers of
laser-cut and engraved acrylic which were held together with con-
tact adhesive (Fig. 4). The device is 27 mm long by 14 mm  wide by
5 mm  deep. The main layer of the device was formed from 3 mm
thick acrylic sheet. The membrane was  held in place by adhe-
sive attached to the cap and the air channel layer, and inﬂates
through the 10 mm diameter hole in the cap. Cut-outs for bay-
onet tube connections were formed in the main layer. The tube
connections were ﬁxed in place using epoxy cement. The air chan-
nel layer also has a support channel sized to ﬁt the cladding of
the bare optical ﬁbre. The layer above this has a bridge piece
with a hole which is aligned with the centre of the membrane.
The bridge supports the optical ﬁbre and provides a guide for its
insertion and alignment with the membrane centre. Silicon tub-
ing was  ﬁtted on to the barbed tube connections and then used
to attach to 1.6 mm  outer diameter PTFE tubing. The tubing was
attached to a syringe which was manually actuated to inﬂate
and deﬂate the membrane. The system was  leak checked before
measurement to avoid spurious motion of the membrane due to
leakage.
An SMF-28 optical ﬁbre was  mechanically polished to 45◦ (Fig. 5)
and then inserted into the channel in the bridge. By carefully
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a manometer is used for pressure calibration. One end of theFig. 5. An exploded view of the sensor. The air supply tubing and
ligning the position of the ﬁbre while monitoring the interfero-
ram, a Fabry–Pérot (FP) interferometer can be formed between
he ﬁbre tip and membrane [20]. To aid positioning of the ﬁbre,
he partially assembled device and the ﬁbre were mounted onto
 three dimensional translation stage. The polished ﬁbre was held
n a rotation stage which was able to rotate through 360◦ with
 5◦ resolution. The ﬁbre is carefully inserted into the sensor
ousing by gently pushing the translation stage. Then the ﬁbre is
otated slightly until clearly visible fringes between the ﬁbre and
iaphragm can be seen using the interrogation system described
n [20]. The fully assembled device is shown in Fig. 6. The mem-
rane was a 50 m thick silicone-based ﬁlm. The centreline of the
ptical ﬁbre was placed approximately 0.9 mm  below the lower
urface of the membrane when at rest (and measured to be 0.72 mm
sing a SM125 interrogator (Micron Optics, USA) based on the
nterferometric principle). The distance between the lower sur-
ace of the membrane and the tip of the polished ﬁbre is normally
ontrolled to be ∼1 m to receive sufﬁcient reﬂected light for mea-
urement. The entire sensor was hand-assembled with the aid
f the positioning stages described above. For mass manufacture
f the sensor, accurate control of the distance between the end
f the ﬁbre and the lower surface of the membrane would be
equired.
ig. 6. An SEM of the end of the optical ﬁbre showing the 45◦ polished surface.
he circular central area is metal coated to improve the reﬂectivity. The surface
oughness is measured to be in the region of tens of nm,  which is suitable for this
pplication.s incorporated into the main layer have been omitted for clarity.
4. Results and discussion
4.1. Sensor calibration
Calibration aims to test the static performance of the p-ﬁnger as
the membrane is actuated by varying the pressure behind the mem-
brane. In this way, air leakage can be identiﬁed and the deﬂection
of the membrane can be calibrated against pressure change.
For a clamped circular membrane undergoing small deﬂections
(deﬁned as less than half of the thickness of the membrane), the
peak deﬂection can be expressed as
yp = 3(1 − 
2)a4
8nEh3
(1)
where yp is the deﬂection at the central point;  is Poisson’s ratio;
E is the Young’s modulus of the membrane material; n is the refrac-
tive index of the medium (in this case, air); a is the radius of the
membrane and h is the thickness of the membrane [21].
The calibration experiment is set-up as shown in Fig. 7, wheremanometer is open to air while the other end is connected with tub-
ing to the outlet of the sensor. The inlet of the sensor is connected to
a syringe by a plastic tube. An SM-125 optical interrogator (Micron
Fig. 7. Top: a CAD rendering of the fully assembled device. Bottom: the completed
device. The overall length of the device is 25 mm.
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Pressure(Pa)ig. 8. A schematic diagram of the manometer (U-tube) apparatus used to calibrate
he  pressure/displacement response of the p-ﬁnger membrane.
ptics Inc., GA, USA) is used to acquire the interference fringes from
he sensor and a custom LabVIEW program is used to demodu-
ate the cavity length. The pressure inside the membrane, varied
y the syringe, will make the membrane deﬂect. This displacement
an then be measured and converted to the pressure applied to
he membrane. The difference in water height in the manometer
s proportional to the pressure difference. By measuring the dif-
erence in height, the pressure difference can be calculated. The
emodulated peak deﬂection of the membrane was plotted against
he pressure difference between the atmosphere pressure and the
yringe pumping pressure (Fig. 8). At each pressure, ﬁve deﬂec-
ion measurements were taken. Pressures between 200 and 900 Pa
ere monitored. Both a forward cycle with increasing pressure and
 backward cycle with decreasing pressure were tested. Another
wo more sets of measurements with both forward and backward
ycling were acquired showing a similar pressure trend. The pres-
ure cycling response of the membrane can be ﬁtted with a linear
t as shown in Fig. 8.
It can be seen that a large deﬂection range of up to 1000 m with
 nearly linear response is achieved under slowly varying pressure
xcitation. Both the forward and backward cycling show that the
ensor can operate in a large deﬂection range while maintaining a
inear response and without signiﬁcant signs of any hysteresis.
.2. Dynamic measurement of membrane deﬂection
The aim of dynamic measurement is to test the mechanical
esponse from the simulated prostate tissue by applying a compres-
ive dynamic strain to the sample. This is achieved by modulating
he peak deﬂection of the membrane with a sinusoidal excitation
nd measuring its response. In the case of dynamic measure-
ent, the sensor operates at a ﬁxed cavity length and a small
raction of deﬂection excited by the pumping pressure will be
etected. A schematic diagram of the dynamic measurement appa-
atus is shown in Fig. 9. A tuneable laser-based interrogation system
21] is employed for dynamic measurement, operating near the
uadrature point of the interferogram [22] to achieve a near linear
esponse with respect to the applied signal. The membrane was
lluminated using a 1532 nm wavelength laser diode. The reﬂected
ight from the test sample was then recorded by a photo-diode and
onverted to an electronic signal. In this case, since the change in
ressure is very small, the measured membrane deﬂection will also
e very small. The relation between the deﬂection change and the
nterfered fringe change in the spectrum domain can be expressed
y


= d
d
(2)here  is the laser operation wavelength, d is the absolute cav-
ty length (which here refers to the distance between the polished
bre and the membrane), d  is the pressure induced deﬂection
hange, and   is the deﬂection induced fringe shift. In our case, sFig. 9. The deﬂection response of the membrane due to changing pressure applied
to  the sensor. The deﬂection error for a ﬁxed pressure is within 200 nm at each point,
which is too small to be visible on the deﬂection scale.
is 1532 nm,  d is ∼731 s and n  is normally <1 m. The deﬂection
induced fringe shift is within the linear range if the laser operates
near the quadrature point [23].
The model prostate gland is mounted on a three axis linear stage.
The membrane sensor is mounted on top of the stage and pressed
down to contact the sample. Before measurement begins, the zero
pressure position for the membrane must be calibrated. This is
achieved by gently pushing the device so the membrane just con-
tacts the surface of the model prostate gland, and then carefully
adjusting the vertical position of the sensor until the output signal
from the interrogation system is stable. This ensures that the cav-
ity length between the centre of the membrane and the ﬁbre has
not changed and there was no additional pressure applied on the
sample.
The pressure inside the membrane chamber is dynamically
actuated with a sinusoidal pressure wave using a syringe pump.
5 Hz, 15 Hz and 20 Hz sinusoidal signals were used to actuate
the syringe pump, thus modulating the deﬂection of the mem-
brane. Previous work has suggested that actuation frequencies
in this range produce a large response from prostate tissue [24].
The reﬂected deﬂection after the membrane contacts the model
prostate gland is monitored using the single wavelength laser inter-
rogation system.
Changes in the amplitude and phase relationship of the applied
air pressure and measured membrane deﬂection signals are related
to the stiffness of the material being measured. The amplitude of the
deﬂection signal is reduced as the membrane touches the prostate
model. The size of the reduction in deﬂection is related to the stiff-
ness of the material being touched. In addition, when the prostate
model is touched by the membrane, a phase shift occurs between
the applied air pressure and the displacement of the membrane.
The phase shift is related to the shear modulus of the material [7].
4.3. Measured displacements when touching the diseased and
healthy sides of the prostate model
A typical response of the excited sine signal before and after
touching the simulated prostate cancer tissue is shown in Fig. 10.
The response before and after touching the simulated healthy tissue
is shown in Fig. 11.
The contact distance between the sensor diaphragm and the
tissue is controlled by monitoring the intensity variation from the
interrogation system. This point should be carefully controlled
so that the there is no DC change from the interrogation system
after the diaphragm begins to contact the model surface. On
touching the diseased side of the model prostate gland (Fig. 10), a
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in a resonant mechanical sensor system. Healthy prostate tissue
has larger ﬂuid-ﬁlled glandular structures. These have a higher pro-Fig. 10. Experimental set-up for dynamic testing of the model prostate.
arger reduction in the amplitude of the measured displacement is
bserved than when touching the healthy side (Fig. 11). The larger
eduction is due to the increased stiffness of the diseased region
f the model, which increases the stiffness of the membrane and
iseased tissue combination, thus reducing the ability of the air
upply to inﬂate the membrane to its unloaded peak displacement.
.4. Distinguishing tissue type based on amplitude and phase
hange
The dynamic behaviour of different materials may  be distin-
uished using two parameters. The ﬁrst parameter, amplitude ratio
AR), is deﬁned as
R = amplitude (membrane deﬂection in air)
amplitude (membrane delfection in contact with tissue)
(3)
here membrane displacements are measured in m.  This is
elated to the elastic behaviour of the material being measured. The
econd parameter is the tangent of the phase difference between
he displacement waveform before and after contacting the tissue.
his is expressed as tan(), which is related to the shear modulus
f the material.
The AR and phase difference were calculated from a 5 s long
ortion of the loaded signals. For each measurement, the p-ﬁnger
as held in place on the prostate model and actuated.
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ig. 11. The change in the dynamic deﬂection of the membrane before and after
ouching the side of the model prostate gland with prostate cancer.Fig. 12. The change in the dynamic deﬂection of the membrane before and after
touching the healthy side of the model prostate gland.
4.5. Healthy and prostate cancer model tissue behaviour at
different actuation frequencies
The dynamic behaviour of real biological materials can vary with
the frequency of the applied loading. To test the ability of the p-
ﬁnger to distinguish prostate cancer from healthy tissue at different
frequencies, it was used to dynamically load the model at 5, 15
and 20 Hz. Three positions on each side of the model were chosen,
and measurements of membrane displacement at each frequency
were made at each position. To distinguish between prostate can-
cer and healthy tissue, AR was  plotted against tan() (Fig. 12). Two
regions of data emerge, showing a cluster of prostate cancer mea-
surements with low phase difference and high AR, and a cluster
of healthy tissue measurements showing high phase difference
and low AR. AR in this case is a measure of the dynamic stiff-
ness response of the material. In stiffer (more diseased) tissue, it
is expected that AR will increase since the membrane/tissue cou-
pling will respond less to the dynamic loading from the air supply.
It has previously been reported [25] that cancerous tissue exhibits a
smaller phase difference between the actuation and sensor signalsportion of viscoelastic material which increases the damping of the
Fig. 13. Prostate cancer may be distinguished from healthy tissue in the prostate
model at different actuation frequencies. The plot of amplitude ratio against the
tangent of the phase difference between the excitation signal and the measured
displacement shows distinct clusters of prostate cancer and healthy results.
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aterial. This slows the response of the sensor, and causes a rela-
ive increase in the phase difference. In contrast, cancerous tissue
as smaller ﬂuid-ﬁlled structures, which reduce the damping effect
n the sensor (Fig. 13).
One limitation of this study is the realism of the prostate model
sed. The model is made from silicone elastomer moulded into an
pproximation of the shape of a real prostate. One side of the model
s more enlarged and stiffer than the other side. This is intended to
odel the geometry change inherent in benign prostate hyperpla-
ia and early stage prostate cancer. The material composition of a
eal prostate with prostate cancer is more complex than this model.
owever, the model is designed primarily as a training aid with a
ong shelf life, meaning that stable materials suitable for long-term
se were used in its construction. An improved prostate model with
mbedded tumours at a known depth and with known mechani-
al properties would give a fuller assessment of the utility of the
-ﬁnger in sensing and characterising tissue type.
. Conclusion
We  have developed an optical dynamic instrumented palpation
ensor for the measurement of tissue stiffness. The sensor, named
he p-ﬁnger, consists of a dynamically actuated membrane with a
olished optical ﬁbre underneath. A Fabry–Pérot interferometer is
ormed between the end of the ﬁbre and the inner surface of the
embrane, which gave a displacement accuracy of ±0.4 m over
 deﬂection range of 721 m.  We  used the sensor to measure the
tiffness of a model prostate gland with unilateral early stage can-
er, and were able to distinguish simulated prostate cancer tissue
rom healthy tissue. The relationship between the amplitude and
he phase of the displacement and actuation waveforms were used
o distinguish each tissue type. Further work will include studies
n excised human prostate tissue to develop methods of reliably
iagnosing prostate cancer.
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